DocuSign Envelope ID: 082823CB-E2FC-4F74-8DC7-DFE5162DCE36

v B A

E—=1r —
A A
m — engraving
. 1150
back side ~ -
mark —/"G .
A
OO RADIOACTIVE B8 g
nuclide ° . I
source no. E
S A S
O
Y
_ ~ 120filter dimension
detail A = -

face detail B
aluminium filter S uminium fit
- o awaminium tirer
[EN AW-5754] SN & _
N I | (EN AW-5754)
3 \ Ty
! — glued with epoxy
A m
activated ' aluminium backing
plastic foil glued with epoxy
glued with epoxy aluminium backing
analysis for aluminium filter EN AW-5754 (AlMg3)
Si< 0.49%; Fe< 0.49%; Cu< 0.19; Mn< 059%; Mg 2.6-3.6%;
Cr< 0.39%; Zn< 0.29; Ti< 0.159; Mn+(r 0.1-0.69; Al balance
Scale Tolerance Surface Material aluminium, plastic
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